




Oregon Irene Ronning Ph.D / 503-693-4122 All Analytes

Washington Connie Schreiber / 360-895-6145 All Analytes

Naval Facilities Engineering Service Center Ms. Pati Moreno, ER QA Program Coordinator  / 805-982-1659 All Analytes

Nevada Sara Rairick / 775-687-9490 All Analytes

California Fred Choske / 510-620-3175 All Analytes

EPA Region 9 Andrew Lincoff / 510-412-2330 All Analytes
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WP-159 Definitions & Study Discussion
Study Dates: 04/14/08 - 05/29/08 Report Issued: 06/16/08

WP Study Definitions WP Study Discussion

The Performance Evaluation:

Acceptable

Not Acceptable

No Evaluation

Reported Value falls within the 
Acceptance Limits.

Reported Value falls outside the 
Acceptance Limits.

Reported Value cannot be evaluated.

ERA's WP-159 WatR™Pollution Proficiency Testing study has 
been reviewed by ERA Senior Management and certified 
compliant with the requirements of the USEPA's National 
Standards for Water Proficiency Testing Studies Criteria 
Document (December 1998), and the criteria contained in the 
most current NELAC FoPT tables.  





ERA's WP-159 WatR™Pollution study standards were 
examined for any anomalies.  A full review of all homogeneity, 
stability and accuracy verification data was completed.  All 
analytical verification data for all analytes met the acceptance 
criteria contained in the USEPA's National Criteria Document 
for Water Proficiency Testing Studies, December 1998, and 
the criteria contained in the most current NELAC FoPT tables. 





The data submitted by participating laboratories was also 
examined for study anomalies.  There were no anomalies 
observed during the statistical review of the data. 





ERA's WP-159 WatR™Pollution study reports shall not be 
reproduced except in their entirety and not without the 
permission of the participating laboratories.  The report must 
not be used by the participating laboratories to claim product 
endorsement by any agency of the U. S. government.  





The data contained herein are confidential and intended for 
your use only.





If you have any questions regarding ERA's WatR™Pollution 
Proficiency Testing program, please contact Shawn Kassner, 
Proficiency Testing Manager, or Curtis Wood, Quality 
Assurance Director, at 1-800-372-0122.

The Method Description is the method the laboratory reported 
to ERA.

=

=

=

The Reported Value is the value that the laboratory reported 
to ERA.





The ERA Assigned Values are compliant with the most 
current USEPA/NELAC FoPT tables.  A parameter not added 
to the standard is given an Assigned Value of "0" per the 
guidelines contained in the USEPA's Criteria Document and 
NELAC standards.





The Acceptance Limits are established per the criteria 
contained in the most current USEPA/NELAC FoPT tables, or 
ERA's SOP for the Generation of Performance Acceptance 
Limits™ as applicable.

Not Reported No Value reported.=
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Demand

0036 COD mg/L 93.7 69.0 - 110 Not Reported

0037 TOC mg/L 36.4 37.0 30.8 - 42.8 Acceptable EPA 415.1

0038 BOD mg/L 58.0 29.1 - 86.9 Not Reported

0102 CBOD mg/L 50.0 22.4 - 77.5 Not Reported

WP Demand

0036 COD mg/L 89.8 93.7 69.0 - 110 Acceptable EPA 410.1

0037 TOC mg/L 37.3 37.0 30.8 - 42.8 Acceptable SM 5310 B

0038 BOD mg/L 55.5 58.0 29.1 - 86.9 Acceptable EPA 405.1

0102 CBOD mg/L 47.7 50.0 22.4 - 77.5 Acceptable EPA 405.1

WP Demand

0036 COD mg/L 91.0 93.7 69.0 - 110 Acceptable EPA 410.4

0037 TOC mg/L 36.4 37.0 30.8 - 42.8 Acceptable SM 5310 D

0038 BOD mg/L 55.5 58.0 29.1 - 86.9 Acceptable SM5210B

0102 CBOD mg/L 47.7 50.0 22.4 - 77.5 Acceptable SM5210B

WP Hardness

1550 Calcium Hardness as CaCO3 mg/L 169 151 - 191 Not Reported

0022 Total Hardness as CaCO3 mg/L 193 172 - 219 Not Reported

0024 Magnesium mg/L 5.44 5.86 4.94 - 6.70 Acceptable SM 3120 B

0072 Non-Filterable Residue (TSS) mg/L 49.8 38.6 - 57.0 Not Reported

0023 Calcium mg/L 64.3 67.7 60.6 - 76.7 Acceptable SM 3120 B

WP Hardness

1550 Calcium Hardness as CaCO3 mg/L 168 169 151 - 191 Acceptable SM3500Ca B

0022 Total Hardness as CaCO3 mg/L 194 193 172 - 219 Acceptable SM 2340 C

0024 Magnesium mg/L 5.44 5.86 4.94 - 6.70 Acceptable EPA 200.7

0072 Non-Filterable Residue (TSS) mg/L 56.4 49.8 38.6 - 57.0 Acceptable EPA 160.2

0023 Calcium mg/L 64.3 67.7 60.6 - 76.7 Acceptable EPA 200.7

WP Hardness

1550 Calcium Hardness as CaCO3 mg/L 168 169 151 - 191 Acceptable EPA 215.2

0022 Total Hardness as CaCO3 mg/L 194 193 172 - 219 Acceptable EPA 130.2

0024 Magnesium mg/L 5.44 5.86 4.94 - 6.70 Acceptable EPA 6010B

0072 Non-Filterable Residue (TSS) mg/L 56.4 49.8 38.6 - 57.0 Acceptable SM 2540 D

0023 Calcium mg/L 64.3 67.7 60.6 - 76.7 Acceptable EPA 6010B

WP pH
0019 pH S.U. 8.55 8.57 8.37 - 8.77 Acceptable EPA 9040B

WP pH
0019 pH S.U. 8.55 8.57 8.37 - 8.77 Acceptable EPA 150.1

WP pH
0019 pH S.U. 8.55 8.57 8.37 - 8.77 Acceptable SM4500H+ B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

0035 Total phosphorus as P mg/L 3.51 4.00 3.27 - 4.79 Acceptable EPA 365.3

0034 Total Kjeldahl Nitrogen mg/L 16.6 16.9 11.2 - 21.8 Acceptable EPA 351.3

WP Complex Nutrients

WP Complex Nutrients

0035 Total phosphorus as P mg/L 3.95 4.00 3.27 - 4.79 Acceptable EPA 365.4 (M)

0034 Total Kjeldahl Nitrogen mg/L 16.9 16.9 11.2 - 21.8 Acceptable EPA 351.2

WP Complex Nutrients

0035 Total phosphorus as P mg/L 3.95 4.00 3.27 - 4.79 Acceptable EPA 365.1 (M)

0034 Total Kjeldahl Nitrogen mg/L 16.6 16.9 11.2 - 21.8 Acceptable SM 4500 N Org B

WP Simple Nutrients

0032 Nitrate as N mg/L 22.1 17.2 - 26.6 Not Reported

0033 ortho-Phosphate as P mg/L 3.18 3.12 2.55 - 3.72 Acceptable EPA 365.3

0031 Ammonia as N mg/L 14.0 10.4 - 17.4 Not Reported

1820 Nitrate + Nitrite as N mg/L 22.1 18.0 - 25.7 Not Reported

WP Simple Nutrients

0032 Nitrate as N mg/L 22.1 17.2 - 26.6 Not Reported

0033 ortho-Phosphate as P mg/L 3.26 3.12 2.55 - 3.72 Acceptable EPA 9056

0031 Ammonia as N mg/L 14.0 10.4 - 17.4 Not Reported

1820 Nitrate + Nitrite as N mg/L 22.1 18.0 - 25.7 Not Reported

WP Simple Nutrients

0032 Nitrate as N mg/L 22.1 17.2 - 26.6 Not Reported

0033 ortho-Phosphate as P mg/L 3.18 3.12 2.55 - 3.72 Acceptable SM 4500 P B/E

0031 Ammonia as N mg/L 13.8 14.0 10.4 - 17.4 Acceptable EPA 350.2 TITR

1820 Nitrate + Nitrite as N mg/L 20.2 22.1 18.0 - 25.7 Acceptable EPA 353.3

WP Simple Nutrients

0032 Nitrate as N mg/L 20.9 22.1 17.2 - 26.6 Acceptable SM 4110 B

0033 ortho-Phosphate as P mg/L 3.26 3.12 2.55 - 3.72 Acceptable SM 4110 B

0031 Ammonia as N mg/L 13.8 14.0 10.4 - 17.4 Acceptable SM 4500 NH3 B/E

1820 Nitrate + Nitrite as N mg/L 20.9 22.1 18.0 - 25.7 Acceptable SM 4110 B

WP Simple Nutrients

0032 Nitrate as N mg/L 20.9 22.1 17.2 - 26.6 Acceptable EPA 300.0

0033 ortho-Phosphate as P mg/L 3.26 3.12 2.55 - 3.72 Acceptable EPA 300.0

0031 Ammonia as N mg/L 13.7 14.0 10.4 - 17.4 Acceptable SM 4500 NH3 F

1820 Nitrate + Nitrite as N mg/L 20.9 22.1 18.0 - 25.7 Acceptable EPA 300.0

WP Simple Nutrients

0032 Nitrate as N mg/L 22.1 17.2 - 26.6 Not Reported

0033 ortho-Phosphate as P mg/L 3.16 3.12 2.55 - 3.72 Acceptable EPA 365.1

0031 Ammonia as N mg/L 13.8 14.0 10.4 - 17.4 Acceptable EPA 350.1

1820 Nitrate + Nitrite as N mg/L 20.2 22.1 18.0 - 25.7 Acceptable SM 4500 NO3- E
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Total Residual Chlorine
0098 Total Residual Chlorine mg/L 0.50 0.532 0.388 - 0.675 Acceptable SM 4500 Cl G

WP Total Residual Chlorine
0098 Total Residual Chlorine mg/L 0.50 0.532 0.388 - 0.675 Acceptable SM 4500 Cl F

WP Oil & Grease

1860 Oil & Grease (Infrared) mg/L 83.0 57.8 - 97.4 Not Reported

0104 Oil & Grease (Gravimetric) mg/L 67.5 67.5 45.8 - 80.3 Acceptable EPA 413.1

WP Oil & Grease

1860 Oil & Grease (Infrared) mg/L 83.0 57.8 - 97.4 Not Reported

0104 Oil & Grease (Gravimetric) mg/L 66.0 67.5 45.8 - 80.3 Acceptable EPA 1664A

WP Oil & Grease

1860 Oil & Grease (Infrared) mg/L 85.8 83.0 57.8 - 97.4 Acceptable EPA 413.2

0104 Oil & Grease (Gravimetric) mg/L 67.5 67.5 45.8 - 80.3 Acceptable SM5520B

WP Total Phenolics (4-AAP)
0097 Phenolics, total mg/L 1.54 1.39 0.767 - 2.01 Acceptable EPA 420.1

WP Total Phenolics (4-AAP)
0097 Phenolics, total mg/L 1.54 1.39 0.767 - 2.01 Acceptable SM5530D

WP Total Cyanide
0071 Cyanide, total mg/L 0.402 0.378 0.206 - 0.555 Acceptable EPA 9010 / 9014

WP Total Cyanide
0071 Cyanide, total mg/L 0.402 0.378 0.206 - 0.555 Acceptable EPA 335.2

WP Total Cyanide
0071 Cyanide, total mg/L 0.402 0.378 0.206 - 0.555 Acceptable SM 4500 CN E
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Trace Metals

0011 Nickel µg/L 424 412 368 - 463 Acceptable EPA 6010B

0013 Selenium µg/L 689 685 543 - 793 Acceptable EPA 6010B

0074 Molybdenum µg/L 312 326 274 - 374 Acceptable EPA 6010B

0012 Lead µg/L 1990 1920 1690 - 2140 Acceptable EPA 6010B

0010 Manganese µg/L 266 261 233 - 290 Acceptable EPA 6010B

0014 Vanadium µg/L 678 662 580 - 740 Acceptable EPA 6010B

0015 Zinc µg/L 1430 1470 1260 - 1680 Acceptable EPA 6010B

0018 Thallium µg/L 596 618 503 - 738 Acceptable EPA 6010B

0017 Silver µg/L 280 291 249 - 333 Acceptable EPA 6010B

0075 Strontium µg/L 121 126 108 - 144 Acceptable EPA 6010B

0008 Iron µg/L 1890 1860 1650 - 2100 Acceptable EPA 6010B

1015 Barium µg/L 655 637 553 - 718 Acceptable EPA 6010B

0003 Beryllium µg/L 69.6 73.1 60.9 - 82.7 Acceptable EPA 6010B

0002 Arsenic µg/L 290 303 252 - 356 Acceptable EPA 6010B

0001 Aluminum µg/L 412 390 294 - 488 Acceptable EPA 6010B

0016 Antimony µg/L 410 426 296 - 514 Acceptable EPA 6010B

0005 Cobalt µg/L 846 827 727 - 926 Acceptable EPA 6010B

0007 Copper µg/L 645 649 584 - 714 Acceptable EPA 6010B

0006 Chromium µg/L 960 978 854 - 1100 Acceptable EPA 6010B

1025 Boron µg/L 1010 991 818 - 1160 Acceptable EPA 6010B

0004 Cadmium µg/L 401 418 356 - 475 Acceptable EPA 6010B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Trace Metals

0011 Nickel µg/L 413 412 368 - 463 Acceptable EPA 6020

0013 Selenium µg/L 678 685 543 - 793 Acceptable EPA 6020

0074 Molybdenum µg/L 297 326 274 - 374 Acceptable EPA 6020

0012 Lead µg/L 1860 1920 1690 - 2140 Acceptable EPA 6020

0010 Manganese µg/L 263 261 233 - 290 Acceptable EPA 6020

0014 Vanadium µg/L 659 662 580 - 740 Acceptable EPA 6020

0015 Zinc µg/L 1480 1470 1260 - 1680 Acceptable EPA 6020

0018 Thallium µg/L 605 618 503 - 738 Acceptable EPA 6020

0017 Silver µg/L 284 291 249 - 333 Acceptable EPA 6020

0075 Strontium µg/L 130 126 108 - 144 Acceptable EPA 6020

0008 Iron µg/L 1890 1860 1650 - 2100 Acceptable EPA 6020

1015 Barium µg/L 599 637 553 - 718 Acceptable EPA 6020

0003 Beryllium µg/L 73.0 73.1 60.9 - 82.7 Acceptable EPA 6020

0002 Arsenic µg/L 319 303 252 - 356 Acceptable EPA 6020

0001 Aluminum µg/L 388 390 294 - 488 Acceptable EPA 6020

0016 Antimony µg/L 428 426 296 - 514 Acceptable EPA 6020

0005 Cobalt µg/L 851 827 727 - 926 Acceptable EPA 6020

0007 Copper µg/L 644 649 584 - 714 Acceptable EPA 6020

0006 Chromium µg/L 992 978 854 - 1100 Acceptable EPA 6020

1025 Boron µg/L 1070 991 818 - 1160 Acceptable EPA 6020

0004 Cadmium µg/L 394 418 356 - 475 Acceptable EPA 6020
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Trace Metals

0011 Nickel µg/L 424 412 368 - 463 Acceptable EPA 200.7

0013 Selenium µg/L 689 685 543 - 793 Acceptable EPA 200.7

0074 Molybdenum µg/L 312 326 274 - 374 Acceptable EPA 200.7

0012 Lead µg/L 1990 1920 1690 - 2140 Acceptable EPA 200.7

0010 Manganese µg/L 266 261 233 - 290 Acceptable EPA 200.7

0014 Vanadium µg/L 678 662 580 - 740 Acceptable EPA 200.7

0015 Zinc µg/L 1430 1470 1260 - 1680 Acceptable EPA 200.7

0018 Thallium µg/L 596 618 503 - 738 Acceptable EPA 200.7

0017 Silver µg/L 280 291 249 - 333 Acceptable EPA 200.7

0075 Strontium µg/L 121 126 108 - 144 Acceptable EPA 200.7

0008 Iron µg/L 1890 1860 1650 - 2100 Acceptable EPA 200.7

1015 Barium µg/L 655 637 553 - 718 Acceptable EPA 200.7

0003 Beryllium µg/L 69.6 73.1 60.9 - 82.7 Acceptable EPA 200.7

0002 Arsenic µg/L 290 303 252 - 356 Acceptable EPA 200.7

0001 Aluminum µg/L 412 390 294 - 488 Acceptable EPA 200.7

0016 Antimony µg/L 410 426 296 - 514 Acceptable EPA 200.7

0005 Cobalt µg/L 846 827 727 - 926 Acceptable EPA 200.7

0007 Copper µg/L 645 649 584 - 714 Acceptable EPA 200.7

0006 Chromium µg/L 960 978 854 - 1100 Acceptable EPA 200.7

1025 Boron µg/L 1010 991 818 - 1160 Acceptable EPA 200.7

0004 Cadmium µg/L 401 418 356 - 475 Acceptable EPA 200.7
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Trace Metals

0011 Nickel µg/L 413 412 368 - 463 Acceptable EPA 200.8

0013 Selenium µg/L 678 685 543 - 793 Acceptable EPA 200.8

0074 Molybdenum µg/L 297 326 274 - 374 Acceptable EPA 200.8

0012 Lead µg/L 1860 1920 1690 - 2140 Acceptable EPA 200.8

0010 Manganese µg/L 263 261 233 - 290 Acceptable EPA 200.8

0014 Vanadium µg/L 659 662 580 - 740 Acceptable EPA 200.8

0015 Zinc µg/L 1480 1470 1260 - 1680 Acceptable EPA 200.8

0018 Thallium µg/L 605 618 503 - 738 Acceptable EPA 200.8

0017 Silver µg/L 284 291 249 - 333 Acceptable EPA 200.8

0075 Strontium µg/L 130 126 108 - 144 Acceptable EPA 200.8

0008 Iron µg/L 1890 1860 1650 - 2100 Acceptable EPA 200.8

1015 Barium µg/L 599 637 553 - 718 Acceptable EPA 200.8

0003 Beryllium µg/L 73.0 73.1 60.9 - 82.7 Acceptable EPA 200.8

0002 Arsenic µg/L 319 303 252 - 356 Acceptable EPA 200.8

0001 Aluminum µg/L 388 390 294 - 488 Acceptable EPA 200.8

0016 Antimony µg/L 428 426 296 - 514 Acceptable EPA 200.8

0005 Cobalt µg/L 851 827 727 - 926 Acceptable EPA 200.8

0007 Copper µg/L 644 649 584 - 714 Acceptable EPA 200.8

0006 Chromium µg/L 992 978 854 - 1100 Acceptable EPA 200.8

1025 Boron µg/L 1070 991 818 - 1160 Acceptable EPA 200.8

0004 Cadmium µg/L 394 418 356 - 475 Acceptable EPA 200.8
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Trace Metals

0011 Nickel µg/L 424 412 368 - 463 Acceptable SM 3120 B

0013 Selenium µg/L 689 685 543 - 793 Acceptable SM 3120 B

0074 Molybdenum µg/L 312 326 274 - 374 Acceptable SM 3120 B

0012 Lead µg/L 1990 1920 1690 - 2140 Acceptable SM 3120 B

0010 Manganese µg/L 266 261 233 - 290 Acceptable SM 3120 B

0014 Vanadium µg/L 678 662 580 - 740 Acceptable SM 3120 B

0015 Zinc µg/L 1430 1470 1260 - 1680 Acceptable SM 3120 B

0018 Thallium µg/L 596 618 503 - 738 Acceptable SM 3120 B

0017 Silver µg/L 280 291 249 - 333 Acceptable SM 3120 B

0075 Strontium µg/L 121 126 108 - 144 Acceptable SM 3120 B

0008 Iron µg/L 1890 1860 1650 - 2100 Acceptable SM 3120 B

1015 Barium µg/L 655 637 553 - 718 Acceptable SM 3120 B

0003 Beryllium µg/L 69.6 73.1 60.9 - 82.7 Acceptable SM 3120 B

0002 Arsenic µg/L 290 303 252 - 356 Acceptable SM 3120 B

0001 Aluminum µg/L 412 390 294 - 488 Acceptable SM 3120 B

0016 Antimony µg/L 410 426 296 - 514 Acceptable SM 3120 B

0005 Cobalt µg/L 846 827 727 - 926 Acceptable SM 3120 B

0007 Copper µg/L 645 649 584 - 714 Acceptable SM 3120 B

0006 Chromium µg/L 960 978 854 - 1100 Acceptable SM 3120 B

1025 Boron µg/L 1010 991 818 - 1160 Acceptable SM 3120 B

0004 Cadmium µg/L 401 418 356 - 475 Acceptable SM 3120 B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Minerals

0030 Sulfate mg/L 44.1 40.3 32.7 - 46.8 Acceptable EPA 300.0

0025 Sodium mg/L 79.2 76.3 64.8 - 87.5 Acceptable EPA 6010B

1950 Total Solids at 105°C mg/L 344 338 296 - 375 Acceptable SM 2540 B

0021 Total Dissolved Solids at 180°C mg/L 324 328 247 - 409 Acceptable SM 2540 C

0026 Potassium mg/L 37.4 39.6 32.8 - 47.0 Acceptable EPA 6010B

0028 Chloride mg/L 84.7 81.8 70.1 - 93.7 Acceptable EPA 300.0

0027 Alkalinity as CaCO3 mg/L 54.0 54.9 47.7 - 62.2 Acceptable SM 2320 B

0029 Fluoride mg/L 3.01 3.30 2.77 - 3.84 Acceptable EPA 300.0

0020 Conductivity at 25°C µmhos/cm 506 502 452 - 552 Acceptable SM 2510 B

WP Mercury
0009 Mercury µg/L 14.2 14.1 8.68 - 19.1 Acceptable SM 3112 B

WP Mercury
0009 Mercury µg/L 14.2 14.1 8.68 - 19.1 Acceptable EPA 245.1

WP Mercury
0009 Mercury µg/L 14.2 14.1 8.68 - 19.1 Acceptable EPA 7470A

WP Trace Metals

0011 Nickel µg/L 413 412 368 - 463 Acceptable SM 3125 B

0013 Selenium µg/L 678 685 543 - 793 Acceptable SM 3125 B

0074 Molybdenum µg/L 297 326 274 - 374 Acceptable SM 3125 B

0012 Lead µg/L 1860 1920 1690 - 2140 Acceptable SM 3125 B

0010 Manganese µg/L 263 261 233 - 290 Acceptable SM 3125 B

0014 Vanadium µg/L 659 662 580 - 740 Acceptable SM 3125 B

0015 Zinc µg/L 1480 1470 1260 - 1680 Acceptable SM 3125 B

0018 Thallium µg/L 605 618 503 - 738 Acceptable SM 3125 B

0017 Silver µg/L 284 291 249 - 333 Acceptable SM 3125 B

0075 Strontium µg/L 130 126 108 - 144 Acceptable SM 3125 B

0008 Iron µg/L 1890 1860 1650 - 2100 Acceptable SM 3125 B

1015 Barium µg/L 599 637 553 - 718 Acceptable SM 3125 B

0003 Beryllium µg/L 73.0 73.1 60.9 - 82.7 Acceptable SM 3125 B

0002 Arsenic µg/L 319 303 252 - 356 Acceptable SM 3125 B

0001 Aluminum µg/L 388 390 294 - 488 Acceptable SM 3125 B

0016 Antimony µg/L 428 426 296 - 514 Acceptable SM 3125 B

0005 Cobalt µg/L 851 827 727 - 926 Acceptable SM 3125 B

0007 Copper µg/L 644 649 584 - 714 Acceptable SM 3125 B

0006 Chromium µg/L 992 978 854 - 1100 Acceptable SM 3125 B

1025 Boron µg/L 1070 991 818 - 1160 Acceptable SM 3125 B

0004 Cadmium µg/L 394 418 356 - 475 Acceptable SM 3125 B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Minerals

0030 Sulfate mg/L 42.2 40.3 32.7 - 46.8 Acceptable EPA 375.4

0025 Sodium mg/L 76.3 64.8 - 87.5 Not Reported

1950 Total Solids at 105°C mg/L 338 296 - 375 Not Reported

0021 Total Dissolved Solids at 180°C mg/L 328 247 - 409 Not Reported

0026 Potassium mg/L 39.6 32.8 - 47.0 Not Reported

0028 Chloride mg/L 81.8 70.1 - 93.7 Not Reported

0027 Alkalinity as CaCO3 mg/L 54.9 47.7 - 62.2 Not Reported

0029 Fluoride mg/L 3.38 3.30 2.77 - 3.84 Acceptable EPA 340.2

0020 Conductivity at 25°C µmhos/cm 502 452 - 552 Not Reported

WP Minerals

0030 Sulfate mg/L 42.2 40.3 32.7 - 46.8 Acceptable ASTM D516-02

0025 Sodium mg/L 76.3 64.8 - 87.5 Not Reported

1950 Total Solids at 105°C mg/L 338 296 - 375 Not Reported

0021 Total Dissolved Solids at 180°C mg/L 328 247 - 409 Not Reported

0026 Potassium mg/L 39.6 32.8 - 47.0 Not Reported

0028 Chloride mg/L 83.2 81.8 70.1 - 93.7 Acceptable SM 4500 Cl- C VIS

0027 Alkalinity as CaCO3 mg/L 54.9 47.7 - 62.2 Not Reported

0029 Fluoride mg/L 3.38 3.30 2.77 - 3.84 Acceptable SM 4500 F- C

0020 Conductivity at 25°C µmhos/cm 502 452 - 552 Not Reported

WP Minerals

0030 Sulfate mg/L 44.1 40.3 32.7 - 46.8 Acceptable EPA 9056

0025 Sodium mg/L 79.2 76.3 64.8 - 87.5 Acceptable SM 3120 B

1950 Total Solids at 105°C mg/L 338 296 - 375 Not Reported

0021 Total Dissolved Solids at 180°C mg/L 328 247 - 409 Not Reported

0026 Potassium mg/L 37.4 39.6 32.8 - 47.0 Acceptable SM 3120 B

0028 Chloride mg/L 84.7 81.8 70.1 - 93.7 Acceptable EPA 9056

0027 Alkalinity as CaCO3 mg/L 54.9 47.7 - 62.2 Not Reported

0029 Fluoride mg/L 3.01 3.30 2.77 - 3.84 Acceptable EPA 9056

0020 Conductivity at 25°C µmhos/cm 502 452 - 552 Not Reported

WP Minerals

0030 Sulfate mg/L 44.1 40.3 32.7 - 46.8 Acceptable SM 4110 B

0025 Sodium mg/L 79.2 76.3 64.8 - 87.5 Acceptable EPA 200.7

1950 Total Solids at 105°C mg/L 344 338 296 - 375 Acceptable EPA 160.3

0021 Total Dissolved Solids at 180°C mg/L 324 328 247 - 409 Acceptable EPA 160.1

0026 Potassium mg/L 37.4 39.6 32.8 - 47.0 Acceptable EPA 200.7

0028 Chloride mg/L 84.7 81.8 70.1 - 93.7 Acceptable SM 4110 B

0027 Alkalinity as CaCO3 mg/L 54.0 54.9 47.7 - 62.2 Acceptable EPA 310.1

0029 Fluoride mg/L 3.01 3.30 2.77 - 3.84 Acceptable SM 4110 B

0020 Conductivity at 25°C µmhos/cm 506 502 452 - 552 Acceptable EPA 120.1
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Tin & Titanium

0076 Titanium µg/L 111 114 97.1 - 129 Acceptable EPA 200.8

1175 Tin µg/L 1750 1770 1400 - 2150 Acceptable EPA 200.8

WP Tin & Titanium

0076 Titanium µg/L 112 114 97.1 - 129 Acceptable EPA 200.7

1175 Tin µg/L 1720 1770 1400 - 2150 Acceptable EPA 200.7

WP Tin & Titanium

0076 Titanium µg/L 111 114 97.1 - 129 Acceptable EPA 6020

1175 Tin µg/L 1750 1770 1400 - 2150 Acceptable EPA 6020

WP Tin & Titanium

0076 Titanium µg/L 112 114 97.1 - 129 Acceptable EPA 6010B

1175 Tin µg/L 1720 1770 1400 - 2150 Acceptable EPA 6010B

WP Settleable Solids
1965 Settleable Solids mL/L 25.7 23.9 18.6 - 30.8 Acceptable EPA 160.5

WP Settleable Solids
1965 Settleable Solids mL/L 25.7 23.9 18.6 - 30.8 Acceptable SM2540F

WP Turbidity
2055 Turbidity NTU 10.4 11.0 9.33 - 12.4 Acceptable EPA 180.1

WP Turbidity
2055 Turbidity NTU 10.4 11.0 9.33 - 12.4 Acceptable SM 2130 B

WP Nitrite
1840 Nitrite as N mg/L 1.93 1.82 1.52 - 2.12 Acceptable EPA 354.1

WP Nitrite
1840 Nitrite as N mg/L 1.93 1.82 1.52 - 2.12 Acceptable SM 4500 NO2- B

WP Nitrite
1840 Nitrite as N mg/L 1.96 1.82 1.52 - 2.12 Acceptable EPA 9056

WP Nitrite
1840 Nitrite as N mg/L 1.96 1.82 1.52 - 2.12 Acceptable SM 4110 B

WP Nitrite
1840 Nitrite as N mg/L 1.96 1.82 1.52 - 2.12 Acceptable EPA 300.0

WP Hexavalent Chromium
1045 Hexavalent Chromium µg/L 629 627 511 - 737 Acceptable SM 3500 Cr D

WP Hexavalent Chromium
1045 Hexavalent Chromium µg/L 628 627 511 - 737 Acceptable EPA 7196A

WP Hexavalent Chromium
1045 Hexavalent Chromium µg/L 610 627 511 - 737 Acceptable EPA 7199
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Bromide
1540 Bromide mg/L 3.76 3.57 3.03 - 4.10 Acceptable EPA 300.0

WP Bromide
1540 Bromide mg/L 3.70 3.57 3.03 - 4.10 Acceptable SM 4500 Br B

WP Acidity
1500 Acidity as CaCO3 mg/L 904 894 788 - 983 Acceptable EPA 305.1

WP Acidity
1500 Acidity as CaCO3 mg/L 904 894 788 - 983 Acceptable SM 2310 B

WP Surfactants - MBAS
2025 Surfactants (MBAS) mg/L 0.725 0.766 0.473 - 1.11 Acceptable EPA 425.1

WP Surfactants - MBAS
2025 Surfactants (MBAS) mg/L 0.725 0.766 0.473 - 1.11 Acceptable SM5540C

WP Boron
1025 Boron mg/L 1.64 1.54 1.26 - 1.78 Acceptable SM 3125 B

WP Boron
1025 Boron mg/L 1.51 1.54 1.26 - 1.78 Acceptable SM 3120 B

WP Boron
1025 Boron mg/L 1.64 1.54 1.26 - 1.78 Acceptable EPA 200.8

WP Boron
1025 Boron mg/L 1.51 1.54 1.26 - 1.78 Acceptable EPA 200.7

WP Boron
1025 Boron mg/L 1.64 1.54 1.26 - 1.78 Acceptable EPA 6020

WP Boron
1025 Boron mg/L 1.51 1.54 1.26 - 1.78 Acceptable EPA 6010B

WP Volatile Solids
1970 Volatile Solids mg/L 286 289 234 - 325 Acceptable EPA 160.4

WP Volatile Solids
1970 Volatile Solids mg/L 286 289 234 - 325 Acceptable SM2540E

WP Sulfide
2005 Sulfide mg/L 4.50 5.13 2.13 - 7.53 Acceptable EPA 376.2

WP Sulfide
2005 Sulfide mg/L 4.50 5.13 2.13 - 7.53 Acceptable SM 4500 S2- D

WP Tin & Titanium

0076 Titanium µg/L 111 114 97.1 - 129 Acceptable SM 3125 B

1175 Tin µg/L 1750 1770 1400 - 2150 Acceptable SM 3125 B

WP Tin & Titanium

0076 Titanium µg/L 112 114 97.1 - 129 Acceptable SM 3120 B

1175 Tin µg/L 1720 1770 1400 - 2150 Acceptable SM 3120 B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

1605 Color PC units 35.0 35.0 25.0 - 45.0 Acceptable EPA 110.2

WP Color

WP Color
1605 Color PC units 35.0 35.0 25.0 - 45.0 Acceptable SM2120B

WP Silica
1990 Silica as SiO2 mg/L 74.2 79.8 59.8 - 99.7 Acceptable SM 3120 B

WP Silica
1990 Silica as SiO2 mg/L 74.2 79.8 59.8 - 99.7 Acceptable EPA 200.7

WP Silica
1990 Silica as SiO2 mg/L 74.2 79.8 59.8 - 99.7 Acceptable EPA 6010B

WP Bromide
1540 Bromide mg/L 3.76 3.57 3.03 - 4.10 Acceptable SM 4110 B

WP Bromide
1540 Bromide mg/L 3.76 3.57 3.03 - 4.10 Acceptable EPA 9056
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles

0094 1,2-Dichlorobenzene µg/L 13.1 13.3 8.64 - 17.8 Acceptable EPA 624

4595 Dibromomethane µg/L 20.4 14.0 - 27.6 Not Reported

0095 1,4-Dichlorobenzene µg/L 47.2 46.7 31.4 - 59.1 Acceptable EPA 624

0096 1,3-Dichlorobenzene µg/L 21.9 22.2 14.4 - 28.8 Acceptable EPA 624

4960 Chloromethane µg/L 19.0 26.2 10.5 - 41.9 Acceptable EPA 624

0055 Chloroform µg/L 73.8 83.4 57.8 - 107 Acceptable EPA 624

4585 1,2-Dibromoethane (EDB) µg/L 0.00 Not Reported

4570 1,2-Dibromo-3-chloropropane (DBCP) µg/L 0.00 Not Reported

4700 trans-1,2-Dichloroethylene µg/L < 1.0 0.00 Acceptable EPA 624

4645 cis-1,2-Dichloroethylene µg/L < 1.0 0.00 Acceptable EPA 624

4680 cis-1,3-Dichloropropylene µg/L 30.8 32.5 22.8 - 42.2 Acceptable EPA 624

4655 1,2-Dichloropropane µg/L 93.5 97.8 64.4 - 128 Acceptable EPA 624

4630 1,1-Dichloroethane µg/L 97.5 118 81.7 - 162 Acceptable EPA 624

4625 Dichlorodifluoromethane (Freon 12) µg/L 0.00 Not Reported

4640 1,1-Dichloroethylene µg/L 64.9 75.7 39.0 - 110 Acceptable EPA 624

0054 1,2-Dichloroethane µg/L 18.2 17.5 12.1 - 24.0 Acceptable EPA 624

0060 Bromodichloromethane µg/L 47.0 47.9 33.7 - 64.6 Acceptable EPA 624

0065 Benzene µg/L 63.4 67.3 48.8 - 85.2 Acceptable EPA 624

4950 Bromomethane µg/L < 1.0 0.00 Acceptable EPA 624

0062 Bromoform µg/L 42.5 37.2 23.2 - 50.9 Acceptable EPA 624

4320 Acetonitrile µg/L 0.00 Not Reported

4315 Acetone µg/L < 10.0 0.00 Acceptable EPA 624

4340 Acrylonitrile µg/L < 20.0 0.00 Acceptable EPA 624

4325 Acrolein µg/L < 20.0 0.00 Acceptable EPA 624

0061 Chlorodibromomethane µg/L 17.9 16.6 11.0 - 21.9 Acceptable EPA 624

0064 Chlorobenzene µg/L 87.0 87.4 63.0 - 109 Acceptable EPA 624

4500 2-Chloroethylvinylether µg/L < 50.0 0.00 Acceptable EPA 624

4485 Chloroethane µg/L 16.8 20.2 8.08 - 32.3 Acceptable EPA 624

5000 tert-Butyl methyl ether (MTBE) µg/L 17.1 16.5 9.26 - 24.9 Acceptable EPA 624

4410 2-Butanone (MEK) µg/L < 10.0 155 45.1 - 242 Not Acceptable EPA 624

0058 Carbon tetrachloride µg/L 51.9 52.2 28.7 - 71.3 Acceptable EPA 624

4450 Carbon disulfide µg/L < 10.0 0.00 Acceptable EPA 624
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles (Continued)

5165 1,1,2-Trichloroethane µg/L 123 110 76.0 - 142 Acceptable EPA 624

0057 Trichloroethylene µg/L 44.9 50.9 32.3 - 66.7 Acceptable EPA 624

0056 1,1,1-Trichloroethane µg/L 78.8 89.4 55.6 - 117 Acceptable EPA 624

0067 Toluene µg/L 56.2 55.9 38.8 - 70.1 Acceptable EPA 624

5155 1,2,4-Trichlorobenzene µg/L 0.00 Not Reported

5235 Vinyl chloride µg/L 0.00 Not Reported

5260 Xylenes, total µg/L 0.00 Not Reported

5225 Vinyl acetate µg/L 0.00 Not Reported

5175 Trichlorofluoromethane µg/L 0.00 Not Reported

5180 1,2,3-Trichloropropane (TCP) µg/L 0.00 Not Reported

0059 Tetrachloroethylene µg/L 42.2 44.1 24.2 - 57.8 Acceptable EPA 624

4860 2-Hexanone µg/L 0.00 Not Reported

0063 Methylene chloride µg/L 63.2 77.5 47.5 - 108 Acceptable EPA 624

4835 Hexachlorobutadiene µg/L 50.9 5.09 - 65.0 Not Reported

4685 trans-1,3-Dichloropropylene µg/L 31.8 29.6 18.3 - 39.4 Acceptable EPA 624

0066 Ethylbenzene µg/L 37.2 34.8 23.8 - 44.6 Acceptable EPA 624

5105 1,1,1,2-Tetrachloroethane µg/L 140 90.5 - 188 Not Reported

5110 1,1,2,2-Tetrachloroethane µg/L 17.2 16.4 7.80 - 26.8 Acceptable EPA 624

5100 Styrene µg/L 37.6 24.6 - 51.0 Not Reported

4995 4-Methyl-2-pentanone (MIBK) µg/L 124 61.1 - 183 Not Reported

5005 Naphthalene µg/L 34.4 11.4 - 44.4 Not Reported

WP-159 Final Complete Report

Anal. 
No.

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation

Method Description

Lawrence Lem


QA Manager


Calscience Environmental Laboratories


7440 Lincoln Way


Garden Grove, CA 92841-1427


714-895-5494

EPA ID:


ERA Customer Number:


Report Issued:


Study Dates:

CA00111


C052701


06/16/08



04/14/08 - 05/29/08



Page 18 of 36

All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles

0094 1,2-Dichlorobenzene µg/L 11.8 13.3 8.64 - 17.8 Acceptable EPA 8260B

4595 Dibromomethane µg/L 21.7 20.4 14.0 - 27.6 Acceptable EPA 8260B

0095 1,4-Dichlorobenzene µg/L 43.5 46.7 31.4 - 59.1 Acceptable EPA 8260B

0096 1,3-Dichlorobenzene µg/L 17.6 22.2 14.4 - 28.8 Acceptable EPA 8260B

4960 Chloromethane µg/L 18.9 26.2 10.5 - 41.9 Acceptable EPA 8260B

0055 Chloroform µg/L 84.9 83.4 57.8 - 107 Acceptable EPA 8260B

4585 1,2-Dibromoethane (EDB) µg/L < 1.04 0.00 Acceptable EPA 8260B

4570 1,2-Dibromo-3-chloropropane (DBCP) µg/L < 5.0 0.00 Acceptable EPA 8260B

4700 trans-1,2-Dichloroethylene µg/L < 1.0 0.00 Acceptable EPA 8260B

4645 cis-1,2-Dichloroethylene µg/L < 1.0 0.00 Acceptable EPA 8260B

4680 cis-1,3-Dichloropropylene µg/L 28.6 32.5 22.8 - 42.2 Acceptable EPA 8260B

4655 1,2-Dichloropropane µg/L 101 97.8 64.4 - 128 Acceptable EPA 8260B

4630 1,1-Dichloroethane µg/L 126 118 81.7 - 162 Acceptable EPA 8260B

4625 Dichlorodifluoromethane (Freon 12) µg/L < 1.0 0.00 Acceptable EPA 8260B

4640 1,1-Dichloroethylene µg/L 85.8 75.7 39.0 - 110 Acceptable EPA 8260B

0054 1,2-Dichloroethane µg/L 18.9 17.5 12.1 - 24.0 Acceptable EPA 8260B

0060 Bromodichloromethane µg/L 51.4 47.9 33.7 - 64.6 Acceptable EPA 8260B

0065 Benzene µg/L 73.0 67.3 48.8 - 85.2 Acceptable EPA 8260B

4950 Bromomethane µg/L < 10.0 0.00 Acceptable EPA 8260B

0062 Bromoform µg/L 39.4 37.2 23.2 - 50.9 Acceptable EPA 8260B

4320 Acetonitrile µg/L < 20.0 0.00 Acceptable EPA 8260B

4315 Acetone µg/L < 50.0 0.00 Acceptable EPA 8260B

4340 Acrylonitrile µg/L < 20.0 0.00 Acceptable EPA 8260B

4325 Acrolein µg/L < 20.0 0.00 Acceptable EPA 8260B

0061 Chlorodibromomethane µg/L 14.6 16.6 11.0 - 21.9 Acceptable EPA 8260B

0064 Chlorobenzene µg/L 90.0 87.4 63.0 - 109 Acceptable EPA 8260B

4500 2-Chloroethylvinylether µg/L < 10.0 0.00 Acceptable EPA 8260B

4485 Chloroethane µg/L 19.7 20.2 8.08 - 32.3 Acceptable EPA 8260B

5000 tert-Butyl methyl ether (MTBE) µg/L 16.6 16.5 9.26 - 24.9 Acceptable EPA 8260B

4410 2-Butanone (MEK) µg/L 141 155 45.1 - 242 Acceptable EPA 8260B

0058 Carbon tetrachloride µg/L 54.0 52.2 28.7 - 71.3 Acceptable EPA 8260B

4450 Carbon disulfide µg/L < 10.0 0.00 Acceptable EPA 8260B

WP-159 Final Complete Report

Anal. 
No.

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation

Method Description

Lawrence Lem


QA Manager


Calscience Environmental Laboratories


7440 Lincoln Way


Garden Grove, CA 92841-1427


714-895-5494

EPA ID:


ERA Customer Number:


Report Issued:


Study Dates:

CA00111


C052701


06/16/08



04/14/08 - 05/29/08



Page 19 of 36

All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles (Continued)

5165 1,1,2-Trichloroethane µg/L 121 110 76.0 - 142 Acceptable EPA 8260B

0057 Trichloroethylene µg/L 53.2 50.9 32.3 - 66.7 Acceptable EPA 8260B

0056 1,1,1-Trichloroethane µg/L 96.8 89.4 55.6 - 117 Acceptable EPA 8260B

0067 Toluene µg/L 59.8 55.9 38.8 - 70.1 Acceptable EPA 8260B

5155 1,2,4-Trichlorobenzene µg/L < 1.0 0.00 Acceptable EPA 8260B

5235 Vinyl chloride µg/L < 0.5 0.00 Acceptable EPA 8260B

5260 Xylenes, total µg/L < 2.0 0.00 Acceptable EPA 8260B

5225 Vinyl acetate µg/L < 10.0 0.00 Acceptable EPA 8260B

5175 Trichlorofluoromethane µg/L < 10.0 0.00 Acceptable EPA 8260B

5180 1,2,3-Trichloropropane (TCP) µg/L < 5.0 0.00 Acceptable EPA 8260B

0059 Tetrachloroethylene µg/L 35.3 44.1 24.2 - 57.8 Acceptable EPA 8260B

4860 2-Hexanone µg/L < 10.0 0.00 Acceptable EPA 8260B

0063 Methylene chloride µg/L 87.3 77.5 47.5 - 108 Acceptable EPA 8260B

4835 Hexachlorobutadiene µg/L 49.6 50.9 5.09 - 65.0 Acceptable EPA 8260B

4685 trans-1,3-Dichloropropylene µg/L 25.3 29.6 18.3 - 39.4 Acceptable EPA 8260B

0066 Ethylbenzene µg/L 39.4 34.8 23.8 - 44.6 Acceptable EPA 8260B

5105 1,1,1,2-Tetrachloroethane µg/L 154 140 90.5 - 188 Acceptable EPA 8260B

5110 1,1,2,2-Tetrachloroethane µg/L 16.0 16.4 7.80 - 26.8 Acceptable EPA 8260B

5100 Styrene µg/L 31.3 37.6 24.6 - 51.0 Acceptable EPA 8260B

4995 4-Methyl-2-pentanone (MIBK) µg/L 103 124 61.1 - 183 Acceptable EPA 8260B

5005 Naphthalene µg/L 23.4 34.4 11.4 - 44.4 Acceptable EPA 8260B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles

0094 1,2-Dichlorobenzene µg/L 15.0 13.3 8.64 - 17.8 Acceptable EPA 602

4595 Dibromomethane µg/L 20.4 14.0 - 27.6 Not Reported

0095 1,4-Dichlorobenzene µg/L 46.0 46.7 31.4 - 59.1 Acceptable EPA 602

0096 1,3-Dichlorobenzene µg/L 22.0 22.2 14.4 - 28.8 Acceptable EPA 602

4960 Chloromethane µg/L 26.2 10.5 - 41.9 Not Reported

0055 Chloroform µg/L 83.4 57.8 - 107 Not Reported

4585 1,2-Dibromoethane (EDB) µg/L 0.00 Not Reported

4570 1,2-Dibromo-3-chloropropane (DBCP) µg/L 0.00 Not Reported

4700 trans-1,2-Dichloroethylene µg/L 0.00 Not Reported

4645 cis-1,2-Dichloroethylene µg/L 0.00 Not Reported

4680 cis-1,3-Dichloropropylene µg/L 32.5 22.8 - 42.2 Not Reported

4655 1,2-Dichloropropane µg/L 97.8 64.4 - 128 Not Reported

4630 1,1-Dichloroethane µg/L 118 81.7 - 162 Not Reported

4625 Dichlorodifluoromethane (Freon 12) µg/L 0.00 Not Reported

4640 1,1-Dichloroethylene µg/L 75.7 39.0 - 110 Not Reported

0054 1,2-Dichloroethane µg/L 17.5 12.1 - 24.0 Not Reported

0060 Bromodichloromethane µg/L 47.9 33.7 - 64.6 Not Reported

0065 Benzene µg/L 69.0 67.3 48.8 - 85.2 Acceptable EPA 602

4950 Bromomethane µg/L 0.00 Not Reported

0062 Bromoform µg/L 37.2 23.2 - 50.9 Not Reported

4320 Acetonitrile µg/L 0.00 Not Reported

4315 Acetone µg/L 0.00 Not Reported

4340 Acrylonitrile µg/L 0.00 Not Reported

4325 Acrolein µg/L 0.00 Not Reported

0061 Chlorodibromomethane µg/L 16.6 11.0 - 21.9 Not Reported

0064 Chlorobenzene µg/L 87.7 87.4 63.0 - 109 Acceptable EPA 602

4500 2-Chloroethylvinylether µg/L 0.00 Not Reported

4485 Chloroethane µg/L 20.2 8.08 - 32.3 Not Reported

5000 tert-Butyl methyl ether (MTBE) µg/L 20.0 16.5 9.26 - 24.9 Acceptable EPA 602

4410 2-Butanone (MEK) µg/L 155 45.1 - 242 Not Reported

0058 Carbon tetrachloride µg/L 52.2 28.7 - 71.3 Not Reported

4450 Carbon disulfide µg/L 0.00 Not Reported
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles (Continued)

5165 1,1,2-Trichloroethane µg/L 110 76.0 - 142 Not Reported

0057 Trichloroethylene µg/L 50.9 32.3 - 66.7 Not Reported

0056 1,1,1-Trichloroethane µg/L 89.4 55.6 - 117 Not Reported

0067 Toluene µg/L 63.0 55.9 38.8 - 70.1 Acceptable EPA 602

5155 1,2,4-Trichlorobenzene µg/L 0.00 Not Reported

5235 Vinyl chloride µg/L 0.00 Not Reported

5260 Xylenes, total µg/L 50.7 0.00 Not Acceptable EPA 602

5225 Vinyl acetate µg/L 0.00 Not Reported

5175 Trichlorofluoromethane µg/L 0.00 Not Reported

5180 1,2,3-Trichloropropane (TCP) µg/L 0.00 Not Reported

0059 Tetrachloroethylene µg/L 44.1 24.2 - 57.8 Not Reported

4860 2-Hexanone µg/L 0.00 Not Reported

0063 Methylene chloride µg/L 77.5 47.5 - 108 Not Reported

4835 Hexachlorobutadiene µg/L 50.9 5.09 - 65.0 Not Reported

4685 trans-1,3-Dichloropropylene µg/L 29.6 18.3 - 39.4 Not Reported

0066 Ethylbenzene µg/L 37.9 34.8 23.8 - 44.6 Acceptable EPA 602

5105 1,1,1,2-Tetrachloroethane µg/L 140 90.5 - 188 Not Reported

5110 1,1,2,2-Tetrachloroethane µg/L 16.4 7.80 - 26.8 Not Reported

5100 Styrene µg/L 37.6 24.6 - 51.0 Not Reported

4995 4-Methyl-2-pentanone (MIBK) µg/L 124 61.1 - 183 Not Reported

5005 Naphthalene µg/L 34.4 11.4 - 44.4 Not Reported
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Volatiles

0094 1,2-Dichlorobenzene µg/L 15.0 13.3 8.64 - 17.8 Acceptable EPA 8021B PID

4595 Dibromomethane µg/L 20.4 14.0 - 27.6 Not Reported

0095 1,4-Dichlorobenzene µg/L 46.0 46.7 31.4 - 59.1 Acceptable EPA 8021B PID

0096 1,3-Dichlorobenzene µg/L 22.0 22.2 14.4 - 28.8 Acceptable EPA 8021B PID

4960 Chloromethane µg/L 26.2 10.5 - 41.9 Not Reported

0055 Chloroform µg/L 83.4 57.8 - 107 Not Reported

4585 1,2-Dibromoethane (EDB) µg/L 0.00 Not Reported

4570 1,2-Dibromo-3-chloropropane (DBCP) µg/L 0.00 Not Reported

4700 trans-1,2-Dichloroethylene µg/L 0.00 Not Reported

4645 cis-1,2-Dichloroethylene µg/L 0.00 Not Reported

4680 cis-1,3-Dichloropropylene µg/L 32.5 22.8 - 42.2 Not Reported

4655 1,2-Dichloropropane µg/L 97.8 64.4 - 128 Not Reported

4630 1,1-Dichloroethane µg/L 118 81.7 - 162 Not Reported

4625 Dichlorodifluoromethane (Freon 12) µg/L 0.00 Not Reported

4640 1,1-Dichloroethylene µg/L 75.7 39.0 - 110 Not Reported

0054 1,2-Dichloroethane µg/L 17.5 12.1 - 24.0 Not Reported

0060 Bromodichloromethane µg/L 47.9 33.7 - 64.6 Not Reported

0065 Benzene µg/L 69.0 67.3 48.8 - 85.2 Acceptable EPA 8021B PID

4950 Bromomethane µg/L 0.00 Not Reported

0062 Bromoform µg/L 37.2 23.2 - 50.9 Not Reported

4320 Acetonitrile µg/L 0.00 Not Reported

4315 Acetone µg/L 0.00 Not Reported

4340 Acrylonitrile µg/L 0.00 Not Reported

4325 Acrolein µg/L 0.00 Not Reported

0061 Chlorodibromomethane µg/L 16.6 11.0 - 21.9 Not Reported

0064 Chlorobenzene µg/L 87.7 87.4 63.0 - 109 Acceptable EPA 8021B PID

4500 2-Chloroethylvinylether µg/L 0.00 Not Reported

4485 Chloroethane µg/L 20.2 8.08 - 32.3 Not Reported

5000 tert-Butyl methyl ether (MTBE) µg/L 20.0 16.5 9.26 - 24.9 Acceptable EPA 8021B PID

4410 2-Butanone (MEK) µg/L 155 45.1 - 242 Not Reported

0058 Carbon tetrachloride µg/L 52.2 28.7 - 71.3 Not Reported

4450 Carbon disulfide µg/L 0.00 Not Reported
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP PCBs in Water

0044 Aroclor 1248 µg/L < 1.0 0.00 Acceptable EPA 8082

0045 Aroclor 1254 µg/L < 1.0 0.00 Acceptable EPA 8082

0046 Aroclor 1260 µg/L < 1.0 0.00 Acceptable EPA 8082

0040 Aroclor 1242 µg/L < 1.0 0.00 Acceptable EPA 8082

0040 Aroclor 1016 µg/L 7.80 11.3 2.96 - 16.0 Acceptable EPA 8082

8885 Aroclor 1221 µg/L < 1.0 0.00 Acceptable EPA 8082

0042 Aroclor 1232 µg/L < 1.0 0.00 Acceptable EPA 8082

WP PCBs in Water

0044 Aroclor 1248 µg/L < 1.0 0.00 Acceptable EPA 608

0045 Aroclor 1254 µg/L < 1.0 0.00 Acceptable EPA 608

0046 Aroclor 1260 µg/L < 1.0 0.00 Acceptable EPA 608

0040 Aroclor 1242 µg/L < 1.0 0.00 Acceptable EPA 608

0040 Aroclor 1016 µg/L 7.80 11.3 2.96 - 16.0 Acceptable EPA 608

8885 Aroclor 1221 µg/L < 1.0 0.00 Acceptable EPA 608

0042 Aroclor 1232 µg/L < 1.0 0.00 Acceptable EPA 608

WP Volatiles (Continued)

5165 1,1,2-Trichloroethane µg/L 110 76.0 - 142 Not Reported

0057 Trichloroethylene µg/L 50.9 32.3 - 66.7 Not Reported

0056 1,1,1-Trichloroethane µg/L 89.4 55.6 - 117 Not Reported

0067 Toluene µg/L 63.0 55.9 38.8 - 70.1 Acceptable EPA 8021B PID

5155 1,2,4-Trichlorobenzene µg/L 0.00 Not Reported

5235 Vinyl chloride µg/L 0.00 Not Reported

5260 Xylenes, total µg/L 50.7 0.00 Not Acceptable EPA 8021B PID

5225 Vinyl acetate µg/L 0.00 Not Reported

5175 Trichlorofluoromethane µg/L 0.00 Not Reported

5180 1,2,3-Trichloropropane (TCP) µg/L 0.00 Not Reported

0059 Tetrachloroethylene µg/L 44.1 24.2 - 57.8 Not Reported

4860 2-Hexanone µg/L 0.00 Not Reported

0063 Methylene chloride µg/L 77.5 47.5 - 108 Not Reported

4835 Hexachlorobutadiene µg/L 50.9 5.09 - 65.0 Not Reported

4685 trans-1,3-Dichloropropylene µg/L 29.6 18.3 - 39.4 Not Reported

0066 Ethylbenzene µg/L 37.9 34.8 23.8 - 44.6 Acceptable EPA 8021B PID

5105 1,1,1,2-Tetrachloroethane µg/L 140 90.5 - 188 Not Reported

5110 1,1,2,2-Tetrachloroethane µg/L 16.4 7.80 - 26.8 Not Reported

5100 Styrene µg/L 37.6 24.6 - 51.0 Not Reported

4995 4-Methyl-2-pentanone (MIBK) µg/L 124 61.1 - 183 Not Reported

5005 Naphthalene µg/L 34.4 11.4 - 44.4 Not Reported
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Organochlorine Pesticides

7535 Endrin ketone µg/L 3.95 5.33 2.93 - 7.73 Acceptable EPA 8081A

7510 Endosulfan I µg/L 3.93 5.26 1.27 - 7.35 Acceptable EPA 8081A

7530 Endrin aldehyde µg/L 6.20 8.12 2.31 - 12.4 Acceptable EPA 8081A

0048 Dieldrin µg/L 6.25 7.68 3.76 - 10.4 Acceptable EPA 8081A

7540 Endrin µg/L 3.30 3.72 1.43 - 5.66 Acceptable EPA 8081A

0078 Heptachlor epoxide (beta) µg/L 5.15 6.66 3.31 - 9.30 Acceptable EPA 8081A

7810 Methoxychlor µg/L 3.43 4.40 1.08 - 7.15 Acceptable EPA 8081A

0052 Heptachlor µg/L 3.53 4.78 1.55 - 6.56 Acceptable EPA 8081A

7515 Endosulfan II µg/L 6.39 8.58 2.76 - 11.5 Acceptable EPA 8081A

7520 Endosulfan sulfate µg/L 5.61 7.32 2.74 - 10.7 Acceptable EPA 8081A

7105 delta-BHC µg/L 4.98 5.38 1.93 - 7.52 Acceptable EPA 8081A

7120 gamma-BHC(Lindane) µg/L 10.1 12.6 5.22 - 17.2 Acceptable EPA 8081A

7115 beta-BHC µg/L 8.57 9.92 4.14 - 13.4 Acceptable EPA 8081A

0047 Aldrin µg/L 0.950 1.39 0.416 - 1.95 Acceptable EPA 8081A

7110 alpha-BHC µg/L 6.27 8.03 3.52 - 10.9 Acceptable EPA 8081A

0050 4,4'-DDE µg/L 3.77 4.07 1.78 - 5.35 Acceptable EPA 8081A

0051 4,4'-DDT µg/L 1.56 2.09 0.787 - 3.10 Acceptable EPA 8081A

0049 4,4'-DDD µg/L 5.76 7.52 2.76 - 10.7 Acceptable EPA 8081A

7240 alpha-Chlordane µg/L 4.82 6.04 2.71 - 8.16 Acceptable EPA 8081A

7245 gamma-Chlordane µg/L 5.55 6.93 2.84 - 9.40 Acceptable EPA 8081A

WP PCBs in Oil

8905 Aroclor 1254 mg/kg 16.5 24.1 2.41 - 37.2 Acceptable EPA 8082

8910 Aroclor 1260 mg/kg < 10.0 0.00 Acceptable EPA 8082

8880 Aroclor 1016 mg/kg < 10.0 0.00 Acceptable EPA 8082

8895 Aroclor 1242 mg/kg < 10.0 0.00 Acceptable EPA 8082
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Toxaphene
8250 Toxaphene µg/L 34.2 43.6 4.36 - 78.9 Acceptable EPA 608

WP Toxaphene
8250 Toxaphene µg/L 34.2 43.6 4.36 - 78.9 Acceptable EPA 8081A

WP Chlordane
0053 Chlordane, technical µg/L 7.49 9.36 3.51 - 13.5 Acceptable EPA 608

WP Chlordane
0053 Chlordane, technical µg/L 7.49 9.36 3.51 - 13.5 Acceptable EPA 8081A

WP Organochlorine Pesticides

7535 Endrin ketone µg/L 3.95 5.33 2.93 - 7.73 Acceptable EPA 608

7510 Endosulfan I µg/L 3.93 5.26 1.27 - 7.35 Acceptable EPA 608

7530 Endrin aldehyde µg/L 6.20 8.12 2.31 - 12.4 Acceptable EPA 608

0048 Dieldrin µg/L 6.25 7.68 3.76 - 10.4 Acceptable EPA 608

7540 Endrin µg/L 3.30 3.72 1.43 - 5.66 Acceptable EPA 608

0078 Heptachlor epoxide (beta) µg/L 5.15 6.66 3.31 - 9.30 Acceptable EPA 608

7810 Methoxychlor µg/L 3.43 4.40 1.08 - 7.15 Acceptable EPA 608

0052 Heptachlor µg/L 3.53 4.78 1.55 - 6.56 Acceptable EPA 608

7515 Endosulfan II µg/L 6.39 8.58 2.76 - 11.5 Acceptable EPA 608

7520 Endosulfan sulfate µg/L 5.61 7.32 2.74 - 10.7 Acceptable EPA 608

7105 delta-BHC µg/L 4.98 5.38 1.93 - 7.52 Acceptable EPA 608

7120 gamma-BHC(Lindane) µg/L 10.1 12.6 5.22 - 17.2 Acceptable EPA 608

7115 beta-BHC µg/L 8.57 9.92 4.14 - 13.4 Acceptable EPA 608

0047 Aldrin µg/L 0.950 1.39 0.416 - 1.95 Acceptable EPA 608

7110 alpha-BHC µg/L 6.27 8.03 3.52 - 10.9 Acceptable EPA 608

0050 4,4'-DDE µg/L 3.77 4.07 1.78 - 5.35 Acceptable EPA 608

0051 4,4'-DDT µg/L 1.56 2.09 0.787 - 3.10 Acceptable EPA 608

0049 4,4'-DDD µg/L 5.76 7.52 2.76 - 10.7 Acceptable EPA 608

7240 alpha-Chlordane µg/L 4.82 6.04 2.71 - 8.16 Acceptable EPA 608

7245 gamma-Chlordane µg/L 5.55 6.93 2.84 - 9.40 Acceptable EPA 608
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Chlorinated Acid Herbicides

7775 MCPA µg/L < 10.0 0.00 Acceptable EPA 615

7780 MCPP µg/L 18.6 55.1 0.00 - 238 Acceptable EPA 615

8605 Dichlorprop µg/L < 2.00 0.00 Acceptable EPA 615

8620 Dinoseb µg/L 3.37 8.70 0.870 - 13.5 Acceptable EPA 615

6500 4-Nitrophenol µg/L 4.83 0.483 - 8.12 Not Reported

8655 2,4,5-T µg/L 3.34 5.74 0.574 - 8.50 Acceptable EPA 615

8650 2,4,5-TP (Silvex) µg/L 1.78 4.06 0.460 - 6.05 Acceptable EPA 615

6605 Pentachlorophenol µg/L 2.44 0.244 - 3.90 Not Reported

8645 Picloram µg/L 2.48 0.248 - 4.43 Not Reported

8540 Chloramben µg/L 7.84 0.784 - 11.5 Not Reported

8545 2,4-D µg/L 2.21 3.65 0.365 - 6.10 Acceptable EPA 615

8505 Acifluorfen µg/L 4.16 0.738 - 6.19 Not Reported

8530 Bentazon µg/L 7.16 0.716 - 13.6 Not Reported

8560 2,4-DB µg/L 2.20 4.09 0.409 - 7.83 Acceptable EPA 615

8595 Dicamba µg/L 3.37 7.19 0.719 - 10.4 Acceptable EPA 615

8600 3,5-Dichlorobenzoic acid µg/L 6.29 1.66 - 9.33 Not Reported

8550 Dacthal diacid (DCPA) µg/L 4.32 0.432 - 7.81 Not Reported

8555 Dalapon µg/L 3.51 7.08 0.708 - 11.8 Acceptable EPA 615

WP Chlorinated Acid Herbicides

7775 MCPA µg/L < 10.0 0.00 Acceptable EPA 8151A

7780 MCPP µg/L 18.6 55.1 0.00 - 238 Acceptable EPA 8151A

8605 Dichlorprop µg/L < 2.00 0.00 Acceptable EPA 8151A

8620 Dinoseb µg/L 3.37 8.70 0.870 - 13.5 Acceptable EPA 8151A

6500 4-Nitrophenol µg/L 4.83 0.483 - 8.12 Not Reported

8655 2,4,5-T µg/L 3.34 5.74 0.574 - 8.50 Acceptable EPA 8151A

8650 2,4,5-TP (Silvex) µg/L 1.78 4.06 0.460 - 6.05 Acceptable EPA 8151A

6605 Pentachlorophenol µg/L 2.44 0.244 - 3.90 Not Reported

8645 Picloram µg/L 2.48 0.248 - 4.43 Not Reported

8540 Chloramben µg/L 7.84 0.784 - 11.5 Not Reported

8545 2,4-D µg/L 2.21 3.65 0.365 - 6.10 Acceptable EPA 8151A

8505 Acifluorfen µg/L 4.16 0.738 - 6.19 Not Reported

8530 Bentazon µg/L 7.16 0.716 - 13.6 Not Reported

8560 2,4-DB µg/L 2.20 4.09 0.409 - 7.83 Acceptable EPA 8151A

8595 Dicamba µg/L 3.37 7.19 0.719 - 10.4 Acceptable EPA 8151A

8600 3,5-Dichlorobenzoic acid µg/L 6.29 1.66 - 9.33 Not Reported

8550 Dacthal diacid (DCPA) µg/L 4.32 0.432 - 7.81 Not Reported

8555 Dalapon µg/L 3.51 7.08 0.708 - 11.8 Acceptable EPA 8151A
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Base/Neutrals

5825 4-Chlorophenyl-phenylether µg/L 55.8 64.0 24.3 - 81.0 Acceptable EPA 8270C

5795 2-Chloronaphthalene µg/L < 20.0 0.00 Acceptable EPA 8270C

5895 Dibenz(a,h)anthracene µg/L 18.2 21.3 5.33 - 32.6 Acceptable EPA 8270C

5855 Chrysene µg/L 19.7 22.3 9.88 - 32.1 Acceptable EPA 8270C

5765 bis(2-Chloroethyl)ether µg/L 161 163 43.0 - 196 Acceptable EPA 8270C

5760 bis(2-Chloroethoxy)methane µg/L 73.8 83.3 32.8 - 99.4 Acceptable EPA 8270C

5790 1-Chloronaphthalene µg/L 0.00 Not Reported

5780 bis(2-Chloroisopropyl)ether µg/L 33.1 34.7 10.6 - 46.1 Acceptable EPA 8270C

5945 3,3'-Dichlorobenzidine µg/L < 60.0 0.00 Acceptable EPA 8270C

4620 1,4-Dichlorobenzene µg/L 29.4 33.4 3.34 - 44.3 Acceptable EPA 8270C

6135 Dimethylphthalate µg/L < 100 0.00 Acceptable EPA 8270C

6070 Diethylphthalate µg/L 115 129 24.1 - 176 Acceptable EPA 8270C

5925 Di-n-butylphthalate µg/L < 40.0 0.00 Acceptable EPA 8270C

5905 Dibenzofuran µg/L 75.9 79.9 28.4 - 100 Acceptable EPA 8270C

4615 1,3-Dichlorobenzene µg/L 57.8 66.0 8.52 - 78.3 Acceptable EPA 8270C

4610 1,2-Dichlorobenzene µg/L 72.6 81.7 9.44 - 98.9 Acceptable EPA 8270C

5595 Benzidine µg/L < 200 0.00 Acceptable EPA 8270C

5555 Anthracene µg/L 11.8 15.8 7.31 - 21.9 Acceptable EPA 8270C

5585 Benzo(b)fluoranthene µg/L 19.7 26.3 8.40 - 37.1 Acceptable EPA 8270C

5575 Benzo(a)anthracene µg/L 17.9 22.5 9.72 - 29.3 Acceptable EPA 8270C

5505 Acenaphthylene µg/L 28.9 34.6 13.0 - 43.6 Acceptable EPA 8270C

5500 Acenaphthene µg/L 21.8 24.0 11.0 - 30.6 Acceptable EPA 8270C

5545 Aniline µg/L < 10.0 0.00 Acceptable EPA 8270C

5145 2-Amino-1-methylbenzene (o-toluidine) µg/L 0.00 Not Reported

5670 Butylbenzylphthalate µg/L 44.7 52.8 5.28 - 80.0 Acceptable EPA 8270C

5660 4-Bromophenyl-phenylether µg/L < 20.0 0.00 Acceptable EPA 8270C

5745 4-Chloroaniline µg/L < 10.0 0.00 Acceptable EPA 8270C

5680 Carbazole µg/L 0.00 Not Reported

5590 Benzo(g,h,i)perylene µg/L 33.3 35.9 10.1 - 51.7 Acceptable EPA 8270C

5600 Benzo(k)fluoranthene µg/L 36.3 33.5 7.45 - 51.6 Acceptable EPA 8270C

5630 Benzyl alcohol µg/L < 10.0 0.00 Acceptable EPA 8270C

5580 Benzo(a)pyrene µg/L 17.9 50.6 15.3 - 65.5 Acceptable EPA 8270C
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Base/Neutrals (Continued)

6525 N-Nitrosodiethylamine µg/L 0.00 Not Reported

6530 N-Nitrosodimethylamine µg/L 83.4 112 11.2 - 132 Acceptable EPA 8270C

6535 N-Nitrosodiphenylamine µg/L < 30.0 0.00 Acceptable EPA 8270C

5015 Nitrobenzene µg/L 84.8 91.0 28.6 - 111 Acceptable EPA 8270C

6460 2-Nitroaniline µg/L < 10.0 0.00 Acceptable EPA 8270C

6465 3-Nitroaniline µg/L < 10.0 0.00 Acceptable EPA 8270C

6470 4-Nitroaniline µg/L < 10.0 0.00 Acceptable EPA 8270C

5095 Pyridine µg/L < 10.0 0.00 Acceptable EPA 8270C

6715 1,2,4,5-Tetrachlorobenzene µg/L 0.00 Not Reported

5155 1,2,4-Trichlorobenzene µg/L 48.7 55.6 11.0 - 69.0 Acceptable EPA 8270C

6665 Pyrene µg/L 69.7 76.9 25.4 - 106 Acceptable EPA 8270C

6545 N-Nitroso-di-n-propylamine µg/L 58.4 65.5 17.4 - 87.3 Acceptable EPA 8270C

6590 Pentachlorobenzene µg/L 158 32.6 - 206 Not Reported

6615 Phenanthrene µg/L 53.2 62.4 29.8 - 77.0 Acceptable EPA 8270C

6265 Fluoranthene µg/L < 30.0 0.00 Acceptable EPA 8270C

6270 Fluorene µg/L < 30.0 0.00 Acceptable EPA 8270C

6275 Hexachlorobenzene µg/L 49.9 55.7 23.7 - 70.2 Acceptable EPA 8270C

6255 bis(2-Ethylhexyl)phthalate µg/L < 20.0 0.00 Acceptable EPA 8270C

6185 2,4-Dinitrotoluene µg/L 97.9 106 39.4 - 131 Acceptable EPA 8270C

6190 2,6-Dinitrotoluene µg/L 82.4 95.2 39.2 - 119 Acceptable EPA 8270C

6200 Di-n-octylphthalate µg/L < 40.0 0.00 Acceptable EPA 8270C

6320 Isophorone µg/L 98.9 107 41.9 - 138 Acceptable EPA 8270C

6385 2-Methylnaphthalene µg/L < 30.0 0.00 Acceptable EPA 8270C

5005 Naphthalene µg/L 59.8 65.4 18.7 - 79.8 Acceptable EPA 8270C

6315 Indeno(1,2,3-cd)pyrene µg/L 23.0 30.6 4.51 - 44.6 Acceptable EPA 8270C

4835 Hexachlorobutadiene µg/L 140 141 17.2 - 165 Acceptable EPA 8270C

6285 Hexachlorocyclopentadiene µg/L 37.8 171 17.1 - 220 Acceptable EPA 8270C

4840 Hexachloroethane µg/L < 50.0 0.00 Acceptable EPA 8270C
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Base/Neutrals

5825 4-Chlorophenyl-phenylether µg/L 55.8 64.0 24.3 - 81.0 Acceptable EPA 625

5795 2-Chloronaphthalene µg/L < 20.0 0.00 Acceptable EPA 625

5895 Dibenz(a,h)anthracene µg/L 18.2 21.3 5.33 - 32.6 Acceptable EPA 625

5855 Chrysene µg/L 19.7 22.3 9.88 - 32.1 Acceptable EPA 625

5765 bis(2-Chloroethyl)ether µg/L 161 163 43.0 - 196 Acceptable EPA 625

5760 bis(2-Chloroethoxy)methane µg/L 73.8 83.3 32.8 - 99.4 Acceptable EPA 625

5790 1-Chloronaphthalene µg/L 0.00 Not Reported

5780 bis(2-Chloroisopropyl)ether µg/L 33.1 34.7 10.6 - 46.1 Acceptable EPA 625

5945 3,3'-Dichlorobenzidine µg/L < 60.0 0.00 Acceptable EPA 625

4620 1,4-Dichlorobenzene µg/L 29.4 33.4 3.34 - 44.3 Acceptable EPA 625

6135 Dimethylphthalate µg/L < 100 0.00 Acceptable EPA 625

6070 Diethylphthalate µg/L 115 129 24.1 - 176 Acceptable EPA 625

5925 Di-n-butylphthalate µg/L < 40.0 0.00 Acceptable EPA 625

5905 Dibenzofuran µg/L 75.9 79.9 28.4 - 100 Acceptable EPA 625

4615 1,3-Dichlorobenzene µg/L 57.8 66.0 8.52 - 78.3 Acceptable EPA 625

4610 1,2-Dichlorobenzene µg/L 72.6 81.7 9.44 - 98.9 Acceptable EPA 625

5595 Benzidine µg/L < 200 0.00 Acceptable EPA 625

5555 Anthracene µg/L 11.8 15.8 7.31 - 21.9 Acceptable EPA 625

5585 Benzo(b)fluoranthene µg/L 19.7 26.3 8.40 - 37.1 Acceptable EPA 625

5575 Benzo(a)anthracene µg/L 17.9 22.5 9.72 - 29.3 Acceptable EPA 625

5505 Acenaphthylene µg/L 28.9 34.6 13.0 - 43.6 Acceptable EPA 625

5500 Acenaphthene µg/L 21.8 24.0 11.0 - 30.6 Acceptable EPA 625

5545 Aniline µg/L < 10.0 0.00 Acceptable EPA 625

5145 2-Amino-1-methylbenzene (o-toluidine) µg/L 0.00 Not Reported

5670 Butylbenzylphthalate µg/L 44.7 52.8 5.28 - 80.0 Acceptable EPA 625

5660 4-Bromophenyl-phenylether µg/L < 20.0 0.00 Acceptable EPA 625

5745 4-Chloroaniline µg/L < 10.0 0.00 Acceptable EPA 625

5680 Carbazole µg/L 0.00 Not Reported

5590 Benzo(g,h,i)perylene µg/L 33.3 35.9 10.1 - 51.7 Acceptable EPA 625

5600 Benzo(k)fluoranthene µg/L 36.3 33.5 7.45 - 51.6 Acceptable EPA 625

5630 Benzyl alcohol µg/L < 10.0 0.00 Acceptable EPA 625

5580 Benzo(a)pyrene µg/L 17.9 50.6 15.3 - 65.5 Acceptable EPA 625
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Base/Neutrals (Continued)

6525 N-Nitrosodiethylamine µg/L 0.00 Not Reported

6530 N-Nitrosodimethylamine µg/L 83.4 112 11.2 - 132 Acceptable EPA 625

6535 N-Nitrosodiphenylamine µg/L < 30.0 0.00 Acceptable EPA 625

5015 Nitrobenzene µg/L 84.8 91.0 28.6 - 111 Acceptable EPA 625

6460 2-Nitroaniline µg/L < 10.0 0.00 Acceptable EPA 625

6465 3-Nitroaniline µg/L < 10.0 0.00 Acceptable EPA 625

6470 4-Nitroaniline µg/L < 10.0 0.00 Acceptable EPA 625

5095 Pyridine µg/L < 10.0 0.00 Acceptable EPA 625

6715 1,2,4,5-Tetrachlorobenzene µg/L 0.00 Not Reported

5155 1,2,4-Trichlorobenzene µg/L 48.7 55.6 11.0 - 69.0 Acceptable EPA 625

6665 Pyrene µg/L 69.7 76.9 25.4 - 106 Acceptable EPA 625

6545 N-Nitroso-di-n-propylamine µg/L 58.4 65.5 17.4 - 87.3 Acceptable EPA 625

6590 Pentachlorobenzene µg/L 158 32.6 - 206 Not Reported

6615 Phenanthrene µg/L 53.2 62.4 29.8 - 77.0 Acceptable EPA 625

6265 Fluoranthene µg/L < 30.0 0.00 Acceptable EPA 625

6270 Fluorene µg/L < 30.0 0.00 Acceptable EPA 625

6275 Hexachlorobenzene µg/L 49.9 55.7 23.7 - 70.2 Acceptable EPA 625

6255 bis(2-Ethylhexyl)phthalate µg/L < 20.0 0.00 Acceptable EPA 625

6185 2,4-Dinitrotoluene µg/L 97.9 106 39.4 - 131 Acceptable EPA 625

6190 2,6-Dinitrotoluene µg/L 82.4 95.2 39.2 - 119 Acceptable EPA 625

6200 Di-n-octylphthalate µg/L < 40.0 0.00 Acceptable EPA 625

6320 Isophorone µg/L 98.9 107 41.9 - 138 Acceptable EPA 625

6385 2-Methylnaphthalene µg/L < 30.0 0.00 Acceptable EPA 625

5005 Naphthalene µg/L 59.8 65.4 18.7 - 79.8 Acceptable EPA 625

6315 Indeno(1,2,3-cd)pyrene µg/L 23.0 30.6 4.51 - 44.6 Acceptable EPA 625

4835 Hexachlorobutadiene µg/L 140 141 17.2 - 165 Acceptable EPA 625

6285 Hexachlorocyclopentadiene µg/L 37.8 171 17.1 - 220 Acceptable EPA 625

4840 Hexachloroethane µg/L < 50.0 0.00 Acceptable EPA 625
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Acids

6500 4-Nitrophenol µg/L 57.0 178 17.8 - 238 Acceptable EPA 625

6605 Pentachlorophenol µg/L 47.5 63.4 13.8 - 87.6 Acceptable EPA 625

6410 4-Methylphenol µg/L 70.0 128 12.8 - 165 Acceptable EPA 625

6490 2-Nitrophenol µg/L 58.5 64.4 18.9 - 81.4 Acceptable EPA 625

6835 2,4,5-Trichlorophenol µg/L 117 136 47.6 - 173 Acceptable EPA 625

6840 2,4,6-Trichlorophenol µg/L 51.8 64.8 20.7 - 83.7 Acceptable EPA 625

6625 Phenol µg/L 29.8 102 10.2 - 138 Acceptable EPA 625

6735 2,3,4,6-Tetrachlorophenol µg/L 81.4 18.3 - 110 Not Reported

6400 2-Methylphenol µg/L 48.9 85.2 16.1 - 106 Acceptable EPA 625

5800 2-Chlorophenol µg/L 58.0 80.6 24.1 - 102 Acceptable EPA 625

6000 2,4-Dichlorophenol µg/L 77.1 97.4 31.0 - 121 Acceptable EPA 625

5610 Benzoic acid µg/L < 30.0 0.00 Acceptable EPA 625

5700 4-Chloro-3-methylphenol µg/L 137 170 67.2 - 218 Acceptable EPA 625

6360 4,6-Dinitro-2-methylphenol µg/L 120 157 56.0 - 224 Acceptable EPA 625

6175 2,4-Dinitrophenol µg/L 137 177 17.7 - 235 Acceptable EPA 625

6005 2,6-Dichlorophenol µg/L 175 61.3 - 216 Not Reported

6130 2,4-Dimethylphenol µg/L 55.6 75.0 14.7 - 99.2 Acceptable EPA 625

WP Acids

6500 4-Nitrophenol µg/L 57.0 178 17.8 - 238 Acceptable EPA 8270C

6605 Pentachlorophenol µg/L 47.5 63.4 13.8 - 87.6 Acceptable EPA 8270C

6410 4-Methylphenol µg/L 70.0 128 12.8 - 165 Acceptable EPA 8270C

6490 2-Nitrophenol µg/L 58.5 64.4 18.9 - 81.4 Acceptable EPA 8270C

6835 2,4,5-Trichlorophenol µg/L 117 136 47.6 - 173 Acceptable EPA 8270C

6840 2,4,6-Trichlorophenol µg/L 51.8 64.8 20.7 - 83.7 Acceptable EPA 8270C

6625 Phenol µg/L 29.8 102 10.2 - 138 Acceptable EPA 8270C

6735 2,3,4,6-Tetrachlorophenol µg/L 81.4 18.3 - 110 Not Reported

6400 2-Methylphenol µg/L 48.9 85.2 16.1 - 106 Acceptable EPA 8270C

5800 2-Chlorophenol µg/L 58.0 80.6 24.1 - 102 Acceptable EPA 8270C

6000 2,4-Dichlorophenol µg/L 77.1 97.4 31.0 - 121 Acceptable EPA 8270C

5610 Benzoic acid µg/L < 30.0 0.00 Acceptable EPA 8270C

5700 4-Chloro-3-methylphenol µg/L 137 170 67.2 - 218 Acceptable EPA 8270C

6360 4,6-Dinitro-2-methylphenol µg/L 120 157 56.0 - 224 Acceptable EPA 8270C

6175 2,4-Dinitrophenol µg/L 137 177 17.7 - 235 Acceptable EPA 8270C

6005 2,6-Dichlorophenol µg/L 175 61.3 - 216 Not Reported

6130 2,4-Dimethylphenol µg/L 55.6 75.0 14.7 - 99.2 Acceptable EPA 8270C
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Low-Level PAHs

6265 Fluoranthene µg/L 1.24 1.37 0.802 - 1.65 Acceptable EPA 8310 UV

6270 Fluorene µg/L 4.90 5.26 2.25 - 6.23 Acceptable EPA 8310 UV

5855 Chrysene µg/L 0.632 0.685 0.383 - 0.897 Acceptable EPA 8310 UV

5895 Dibenz(a,h)anthracene µg/L 0.942 0.965 0.273 - 1.38 Acceptable EPA 8310 UV

6615 Phenanthrene µg/L 1.62 1.82 0.930 - 2.14 Acceptable EPA 8310 UV

6665 Pyrene µg/L 1.78 1.95 1.18 - 2.28 Acceptable EPA 8310 UV

6315 Indeno(1,2,3-cd)pyrene µg/L 1.36 1.37 0.630 - 1.70 Acceptable EPA 8310 UV

5005 Naphthalene µg/L 7.78 8.26 3.25 - 9.09 Acceptable EPA 8310 UV

5555 Anthracene µg/L 1.31 1.39 0.403 - 1.90 Acceptable EPA 8310 UV

5575 Benzo(a)anthracene µg/L 0.703 0.787 0.448 - 0.948 Acceptable EPA 8310 UV

5500 Acenaphthene µg/L 7.13 7.71 4.10 - 9.00 Acceptable EPA 8310 UV

5505 Acenaphthylene µg/L 5.48 6.26 3.08 - 7.44 Acceptable EPA 8310 UV

5590 Benzo(g,h,i)perylene µg/L 0.262 0.322 0.133 - 0.450 Acceptable EPA 8310 UV

5580 Benzo(a)pyrene µg/L 0.722 0.830 0.314 - 1.15 Acceptable EPA 8310 UV

5585 Benzo(b)fluoranthene µg/L 0.727 0.824 0.372 - 1.06 Acceptable EPA 8310 UV

5600 Benzo(k)fluoranthene µg/L 1.33 1.62 0.913 - 1.95 Acceptable EPA 8310 UV

WP Nitroaromatics & Nitramines

9513 4-Nitrotoluene µg/L 16.2 17.2 9.46 - 24.9 Acceptable EPA 8330

9510 3-Nitrotoluene µg/L 8.35 8.83 4.86 - 12.8 Acceptable EPA 8330

9507 2-Nitrotoluene µg/L 1.86 1.95 1.07 - 2.83 Acceptable EPA 8330

9432 RDX µg/L 14.1 15.9 8.74 - 23.0 Acceptable EPA 8330

9651 2,4,6-Trinitrotoluene µg/L 16.3 19.4 10.7 - 28.1 Acceptable EPA 8330

6885 1,3,5-Trinitrobenzene µg/L 5.76 8.12 4.47 - 11.8 Acceptable EPA 8330

6415 Tetryl µg/L < 1.00 0.00 Acceptable EPA 8330

6160 1,3-Dinitrobenzene µg/L 14.3 15.8 8.69 - 22.9 Acceptable EPA 8330

9303 2-Amino-4,6-dinitrotoluene µg/L 5.96 6.50 3.58 - 9.42 Acceptable EPA 8330

9306 4-Amino-2,6-dinitrotoluene µg/L 6.28 6.78 3.73 - 9.83 Acceptable EPA 8330

6185 2,4-Dinitrotoluene µg/L 0.925 1.28 0.704 - 1.86 Acceptable EPA 8330

5015 Nitrobenzene µg/L 11.7 14.5 7.98 - 21.0 Acceptable EPA 8330

9522 HMX µg/L 16.7 16.5 9.08 - 23.9 Acceptable EPA 8330

6190 2,6-Dinitrotoluene µg/L 16.1 15.4 8.47 - 22.3 Acceptable EPA 8330
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Organophosphorous Pesticides (OPP)

7640 Fonofos µg/L 7.22 0.722 - 14.2 Not Reported

7770 Malathion µg/L 12.9 15.3 3.57 - 24.0 Acceptable EPA 8141A NPD

7580 Famphur µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

7570 Ethoprop µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

7955 Ethyl Parathion µg/L 5.18 4.82 2.65 - 6.99 Acceptable EPA 8141A NPD

7825 Methyl Parathion µg/L 15.7 18.2 6.78 - 25.7 Acceptable EPA 8141A NPD

8200 Stirophos µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

8185 Terbufos µg/L 18.6 5.18 - 23.1 Not Reported

8110 Ronnel µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

7985 Phorate µg/L 8.88 8.47 2.85 - 10.8 Acceptable EPA 8141A NPD

8000 Phosmet µg/L 0.00 Not Reported

7395 Demeton-O µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

7385 Demeton-S µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

7300 Chlorpyrifos µg/L 16.8 18.8 5.29 - 26.5 Acceptable EPA 8141A NPD

7075 Azinphos-methyl (Guthion) µg/L 5.80 7.12 0.712 - 12.7 Acceptable EPA 8141A NPD

7220 Carbophenothion µg/L 2.79 0.279 - 4.34 Not Reported

7410 Diazinon µg/L 10.9 10.5 3.89 - 15.5 Acceptable EPA 8141A NPD

8625 Disulfoton µg/L 5.33 5.23 0.865 - 8.53 Acceptable EPA 8141A NPD

7565 Ethion µg/L 13.8 13.3 4.19 - 22.3 Acceptable EPA 8141A NPD

7495 Dioxathion µg/L 0.00 Not Reported

8610 Dichlorvos (DDVP) µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

7475 Dimethoate µg/L < 2.00 0.00 Acceptable EPA 8141A NPD

WP Low-Level PAHs

6265 Fluoranthene µg/L 1.24 1.37 0.802 - 1.65 Acceptable EPA 610 UV

6270 Fluorene µg/L 4.90 5.26 2.25 - 6.23 Acceptable EPA 610 UV

5855 Chrysene µg/L 0.632 0.685 0.383 - 0.897 Acceptable EPA 610 UV

5895 Dibenz(a,h)anthracene µg/L 0.942 0.965 0.273 - 1.38 Acceptable EPA 610 UV

6615 Phenanthrene µg/L 1.62 1.82 0.930 - 2.14 Acceptable EPA 610 UV

6665 Pyrene µg/L 1.78 1.95 1.18 - 2.28 Acceptable EPA 610 UV

6315 Indeno(1,2,3-cd)pyrene µg/L 1.36 1.37 0.630 - 1.70 Acceptable EPA 610 UV

5005 Naphthalene µg/L 7.78 8.26 3.25 - 9.09 Acceptable EPA 610 UV

5555 Anthracene µg/L 1.31 1.39 0.403 - 1.90 Acceptable EPA 610 UV

5575 Benzo(a)anthracene µg/L 0.703 0.787 0.448 - 0.948 Acceptable EPA 610 UV

5500 Acenaphthene µg/L 7.13 7.71 4.10 - 9.00 Acceptable EPA 610 UV

5505 Acenaphthylene µg/L 5.48 6.26 3.08 - 7.44 Acceptable EPA 610 UV

5590 Benzo(g,h,i)perylene µg/L 0.262 0.322 0.133 - 0.450 Acceptable EPA 610 UV

5580 Benzo(a)pyrene µg/L 0.722 0.830 0.314 - 1.15 Acceptable EPA 610 UV

5585 Benzo(b)fluoranthene µg/L 0.727 0.824 0.372 - 1.06 Acceptable EPA 610 UV

5600 Benzo(k)fluoranthene µg/L 1.33 1.62 0.913 - 1.95 Acceptable EPA 610 UV
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 30.8 16.6 - 41.0 Not Reported

5260 Xylenes, total in GRO µg/L 43.9 25.1 - 59.2 Not Reported

4765 Ethylbenzene in GRO µg/L 10.9 6.29 - 15.1 Not Reported

9408 Gasoline Range Organics (GRO) µg/L 560 394 165 - 720 Acceptable CA LUFT GC

4375 Benzene in GRO µg/L 2.47 1.07 - 4.14 Not Reported

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 30.8 16.6 - 41.0 Not Reported

5260 Xylenes, total in GRO µg/L 43.9 25.1 - 59.2 Not Reported

4765 Ethylbenzene in GRO µg/L 10.9 6.29 - 15.1 Not Reported

9408 Gasoline Range Organics (GRO) µg/L 560 394 165 - 720 Acceptable NWTPH-Gx

4375 Benzene in GRO µg/L 2.47 1.07 - 4.14 Not Reported

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 31.3 30.8 16.6 - 41.0 Acceptable EPA 8021B

5260 Xylenes, total in GRO µg/L 49.4 43.9 25.1 - 59.2 Acceptable EPA 8021B

4765 Ethylbenzene in GRO µg/L 11.3 10.9 6.29 - 15.1 Acceptable EPA 8021B

9408 Gasoline Range Organics (GRO) µg/L 394 165 - 720 Not Reported

4375 Benzene in GRO µg/L 3.06 2.47 1.07 - 4.14 Acceptable EPA 8021B

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 27.8 30.8 16.6 - 41.0 Acceptable NWTPH-Gx GC/MS

5260 Xylenes, total in GRO µg/L 43.9 43.9 25.1 - 59.2 Acceptable NWTPH-Gx GC/MS

4765 Ethylbenzene in GRO µg/L 9.99 10.9 6.29 - 15.1 Acceptable NWTPH-Gx GC/MS

9408 Gasoline Range Organics (GRO) µg/L 425 394 165 - 720 Acceptable NWTPH-Gx GC/MS

4375 Benzene in GRO µg/L 2.12 2.47 1.07 - 4.14 Acceptable NWTPH-Gx GC/MS

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 27.8 30.8 16.6 - 41.0 Acceptable CA LUFT GCMS

5260 Xylenes, total in GRO µg/L 43.9 43.9 25.1 - 59.2 Acceptable CA LUFT GCMS

4765 Ethylbenzene in GRO µg/L 9.99 10.9 6.29 - 15.1 Acceptable CA LUFT GCMS

9408 Gasoline Range Organics (GRO) µg/L 425 394 165 - 720 Acceptable CA LUFT GCMS

4375 Benzene in GRO µg/L 2.12 2.47 1.07 - 4.14 Acceptable CA LUFT GCMS

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 27.8 30.8 16.6 - 41.0 Acceptable EPA 8260B

5260 Xylenes, total in GRO µg/L 43.9 43.9 25.1 - 59.2 Acceptable EPA 8260B

4765 Ethylbenzene in GRO µg/L 9.99 10.9 6.29 - 15.1 Acceptable EPA 8260B

9408 Gasoline Range Organics (GRO) µg/L 425 394 165 - 720 Acceptable EPA 8260B

4375 Benzene in GRO µg/L 2.12 2.47 1.07 - 4.14 Acceptable EPA 8260B
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP BTEX & MTBE in Water

5140 Toluene µg/L 13.4 16.8 11.7 - 21.7 Acceptable EPA 8021B

5260 Xylenes, total µg/L 78.3 94.0 53.5 - 127 Acceptable EPA 8021B

4765 Ethylbenzene µg/L 26.7 33.8 23.1 - 43.4 Acceptable EPA 8021B

4375 Benzene µg/L 75.7 93.2 68.1 - 117 Acceptable EPA 8021B

5000 tert-Butyl methyl ether (MTBE) µg/L 23.3 23.3 13.7 - 34.2 Acceptable EPA 8021B

WP BTEX & MTBE in Water

5140 Toluene µg/L 15.7 16.8 11.7 - 21.7 Acceptable EPA 8260B

5260 Xylenes, total µg/L 88.0 94.0 53.5 - 127 Acceptable EPA 8260B

4765 Ethylbenzene µg/L 30.6 33.8 23.1 - 43.4 Acceptable EPA 8260B

4375 Benzene µg/L 92.1 93.2 68.1 - 117 Acceptable EPA 8260B

5000 tert-Butyl methyl ether (MTBE) µg/L 26.2 23.3 13.7 - 34.2 Acceptable EPA 8260B

WP Total Petroleum Hydrocarbons (TPH) in Water

1935 TPH (IR) mg/L 159 160 76.7 - 231 Acceptable EPA 418.1

1935 TPH (Gravimetric) mg/L 130 61.9 - 188 Not Reported

WP Diesel Range Organics (DRO) in Water
9369 Diesel Range Organics (DRO) µg/L 1840 1940 432 - 2540 Acceptable EPA 8015B (M)

WP Diesel Range Organics (DRO) in Water
9369 Diesel Range Organics (DRO) µg/L 1840 1940 432 - 2540 Acceptable EPA 8015B

WP Diesel Range Organics (DRO) in Water
9369 Diesel Range Organics (DRO) µg/L 1840 1940 432 - 2540 Acceptable CA LUFT GC

WP Diesel Range Organics (DRO) in Water
9369 Diesel Range Organics (DRO) µg/L 1840 1940 432 - 2540 Acceptable NWTPH-Dx

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 30.8 16.6 - 41.0 Not Reported

5260 Xylenes, total in GRO µg/L 43.9 25.1 - 59.2 Not Reported

4765 Ethylbenzene in GRO µg/L 10.9 6.29 - 15.1 Not Reported

9408 Gasoline Range Organics (GRO) µg/L 560 394 165 - 720 Acceptable EPA 8015B (M)

4375 Benzene in GRO µg/L 2.47 1.07 - 4.14 Not Reported

WP Gasoline Range Organics (GRO) in Water

5140 Toluene in GRO µg/L 30.8 16.6 - 41.0 Not Reported

5260 Xylenes, total in GRO µg/L 43.9 25.1 - 59.2 Not Reported

4765 Ethylbenzene in GRO µg/L 10.9 6.29 - 15.1 Not Reported

9408 Gasoline Range Organics (GRO) µg/L 560 394 165 - 720 Acceptable EPA 8015B

4375 Benzene in GRO µg/L 2.47 1.07 - 4.14 Not Reported
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All analytes are included in ERA's A2LA accreditation. Lab Code: 1539-01

WP BTEX & MTBE in Water

5140 Toluene µg/L 15.7 16.8 11.7 - 21.7 Acceptable EPA 624

5260 Xylenes, total µg/L 88.0 94.0 53.5 - 127 Acceptable EPA 624

4765 Ethylbenzene µg/L 30.3 33.8 23.1 - 43.4 Acceptable EPA 624

4375 Benzene µg/L 92.1 93.2 68.1 - 117 Acceptable EPA 624

5000 tert-Butyl methyl ether (MTBE) µg/L 26.2 23.3 13.7 - 34.2 Acceptable EPA 624

5140 Toluene µg/L 13.4 16.8 11.7 - 21.7 Acceptable EPA 602

5260 Xylenes, total µg/L 78.3 94.0 53.5 - 127 Acceptable EPA 602

4765 Ethylbenzene µg/L 26.7 33.8 23.1 - 43.4 Acceptable EPA 602

4375 Benzene µg/L 75.7 93.2 68.1 - 117 Acceptable EPA 602

5000 tert-Butyl methyl ether (MTBE) µg/L 23.3 23.3 13.7 - 34.2 Acceptable EPA 602

WP BTEX & MTBE in Water
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